Purpose: Bronchiectasis and airway wall thickening are commonly assessed in computed 20 tomography (CT) by comparing the airway size with the size of the accompanying artery. Thus, in order to automate the quantification of bronchiectasis and wall thickening following a similar principle, there is a need for methods that automatically segment the airway and vascular trees, measure their size, and pair each airway branch with its accompanying artery. Methods: This paper combines and extends existing techniques to present a fully automated 25 pipeline that, given a thoracic chest CT, segments, measures, and pairs airway branches with the accompanying artery. Then quantifies airway wall thickening and bronchiectasis by measuring the Wall-Artery Ratio (WAR) and lumen and outer wall Airway-Artery Ratio (AAR). Measurements that do not use the artery size for normalisation are also extracted, including Wall Area Percentage (WAP), Wall Thickness Ratio (WTR) and airway diameters.
Several visual scoring systems exist 9-13 that semiquantitatively describe wall thickening and bronchiectasis.
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However these systems are prone to large inter-and intraobserver variations and are likely to ignore subtle local abnormalities.
11,13,14
Alternatively, it is possible to manually quantify bronchiectasis and airway wall thickening by measuring each individual airway branch size. However, manual annotation is a very laborious task that might require several hours per subject, even when state-of-the-art semiautomatic tools are used. There is therefore a need to automate extraction of airway measurements from volu-70 metric chest CT.
Several publications have reported automatic extraction of measurements related to wall thickening and bronchiectasis, including: wall area percentage, 15, 16 wall thickness to lumen diameter ratio, 17, 18 and outer airway 75 diameter and area. 5, 17 A disadvantage of such measurements is that they depend on the size of the airway, and therefore are not comparable across the lung: an abnormally wide airway with an abnormally thick wall will look like a healthy large airway in terms of outer and lumen 80 diameter and wall-to-lumen ratio. Pi10 (the square root of wall area estimated for an airway with 10 mm lumen perimeter) 19 has also been proposed, and while it does not suffer of such limitation, it does not allow to quantify individual airway branches.
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The most common solution to deal with measurements that depend on airway size is to group airways per generation, or group of generations, and obtain a summarising measurement (e.g. the mean) for each group, exploiting the fact that airways from the same generation have 90 similar properties and sizes. This approach has been applied to manually 5, 20, 21 and automatically extracted measurements. 16, 17, [22] [23] [24] However, airway generation labelling is a non-trivial problem that remains unsolved and that is prone to introduce errors in the system. State-95 of-the-art methods mislabel airways in up to 20% of cases when the airway segmentation is accurate and complete, but the error percentage is likely to be higher when dealing with incomplete segmentations.
25,26
An alternative approach is to normalise airway proper-100 ties using the diameter (or the area) of the accompanying artery. This idea relies on the fact that, in a healthy subject, airways and their accompanying artery are expected to be of similar size. 27 This approach is more in line with standard clinical practice, where radiologists define 105 bronchiectasis as an airway-artery ratio larger than 1, 27 and it has been widely used to characterise bronchiectasis using manual annotations. 6, 11, 28, 29 Few publications, however, automatically extract the accompanying artery size. Mumcuoglu et al. 30 devel-
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oped a method to quantify airway-artery ratios in 2D CT slices, but their method requires the user to locate the centre of the airway and artery for each measurement. Odry et al. 31, 32 automatically paired airway branches with their accompanying artery to extract wall thick-115 ness and bronchiectasis measurements normalised using artery dimension in 3D CT. However the validation was limited and only correlations with subjective visual inspection in 8 diseased and one healthy subject were reported. Fetita et al.
33 automatically quantified airway-120 artery ratios on asthmatic patients in 3D CT relying on simple geometric rules. Namely, each airway branch was paired with its closest artery, and all airway-artery pairs with a difference in orientation over 60 degrees or pairs where the airway was more than twice the size of the 125 artery were discarded. This paper presents a fully-automated method that combines, extends and validates pre-existing techniques to produce a fully automated pipeline that, given a 3D thoracic chest CT, segments the airway and vascular 130 trees, measures their diameters, pairs airway branches with their accompanying artery branch, and quantifies airway wall thickening and bronchiectasis.
The contributions of this paper are: 1) Adaptation of the optimal front method, 16 originally presented to 135 segment airways, to segment the vascular tree; 2) Introduction of a novel airway-artery pairing method; 3) Combination of different techniques to produce a fully automated pipeline that, given a 3D chest CT, quantifies wall thickening and bronchiectasis in a fully automated 140 manner; and 4) Extensive evaluation of the methodology using 8,000 manual annotations of airway-artery pairs.
II. MATERIALS AND METHODS

II.A. Data
Inspiratory scans of 24 paediatric subjects (12 dis-145 eased and 12 controls) were retrospectively included from the Sophia-Erasmus MC cohort. The diseased subjects included 11 Cystic Fibrosis (CF) patients and 1 patient with Common Variable Immune Deficiency (CVID). Both diseases lead to recurrent lung infections 150 that induce airway structural abnormalities including bronchiectasis and airway wall thickening. 8, 34 The 12 controls were patients who underwent thorax CT scanning for diagnostic purpose and with a normal lung assessment from CT reported by the attending radiologist 155 and a second independent radiologist blinded to patient information. Both groups were gender and age matched: age range 6 to 17 yo, 5 females. Scanning was performed using spirometry-guidance in a Siemens SOMATOM Definition Flash scanner. Similar kernel reconstructions 160 were used for all scans: I70f/3, B75f, and B70f. Slice thickness ranged between 0.75 and 1 mm with slice spacing from 0.3 to 1 mm.
A trained observer (W. Kuo) manually annotated the 5024 visible airway-artery pairs in the dataset. First, she 165 traced approximated centrelines of the entire airway tree using specialised software (Myrian, Intrasense, France). Second, for each branch, a cross-sectional plane perpendicular to the extracted centreline was reconstructed mid-way between bifurcations, and 3 ellipses were traced 170 around the airway lumen, outer airway wall, and adjacent artery (See Figure 1 ) and the diameter of each structure was computed. Airway generation was also annotated. This process took ∼8 hours per subject. A second observer (H. Ozturk) fully annotated a random subset of 15 subjects (2996 airway-artery measurements). HO also used the CFCT-score system (cystic fibrosis in computed tomography) 14 to semiquantitatively asses the severity and extent of bronchiectasis and wall thickening in all images. Airway and vessel segmentations were refined using an optimal surface graph-cut method to obtain the boundary of the airway lumen, airway outer wall, and vessel 190 with subvoxel precision (Section II.B.4). Centrelines were extracted and diameter measurements, orientation, and location were used to pair airway branches with their accompanying artery branch (Section II.B.5). Measurements for bronchiectasis and wall thickening were then 195 extracted for all airway-artery pairs (Section II.B.6).
II.B.2. Lung and vasculature extraction
To confine the algorithms to the lung region, we extracted the lung fields, trachea and main bronchi using thresholding and morphological smoothing.
35 Vessels in 200 the lungs were segmented using a multi-scale (7 scales; 1 to 12 mm; exponential scale) Hessian Eigen analysis approach, 35 that detects elongated tubular structures. We set the tubeness parameters T 1 = T 2 = 0.4, and the contrast parameter T ω = 0.5. These parameters are 205 slightly less restrictive than the ones in the original work, as false positives will likely not be paired with an airway and thus they will be discarded. In order to simplify the topology, a region growing approach was applied to add connected bright voxels (> −400 HU, Hounsfield units) 210 that are within 1 mm from the resulting segmentation. Isolated regions smaller than 25 voxels were discarded.
II.B.3. Initial airway lumen centreline extraction
An initial estimate of airway lumen centreline regions was obtained in two steps. First, for each voxel, a classi-215 fier was used to estimate its probability of being airway lumen centreline. Second, the probability maps were binarised using a vessel-guided region growing.
This work is based on Lo et al. 35 where lumen and nonlumen voxels were separated using a classifier approach, 220 but we define the classes as lumen-centreline and nonlumen-centreline instead. Using the centrelines instead of the whole lumen has two main advantages: 1) All airways contribute to the classifier proportionally to their length, avoiding a bias towards larger airways. 2) Lumen 225 voxels located close the airway wall might look similar to non-lumen voxels located immediately outside the airway wall. By not using such voxels as positive samples, it is easier for the classifier to separate the two classes.
A k-nearest neighbour classifier (KNN) 36 to 12 mm; exponential scale) and standardised to zero mean and unit variance. The optimal set of image descriptors was determined using sequential floating forward feature selection.
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A vessel-guided region growing 35 was then performed
240
to obtain a segmentation of the airway lumen centreline region ( Figure 2d ). This method relies on a vessel orientation similarity measure, which indicates how parallel an airway is to its neighbouring vessel, to overcome regions in the airway tree that have a low classifier posterior 245 probability. Starting from the trachea, any neighbouring voxel with a posterior probability p(x) > t u , or p(x) > t l and a vessel vessel orientation similarity score s > t s is added to the segmentation. Implementation details and parameter settings are further explained in Section II.C.
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II.B.4. Boundary detection, diameters measurement and centreline extraction
A surface graph-cut approach 16 was applied to the initial airway segmentation to obtain lumen wall and outer airway wall with subvoxel accuracy. The method, orig-255 inally developed only for airways, was adapted to also detect artery wall boundaries. This method, when applied to airways, converts the initial segmentations of the airway centreline regions (the binarisation produced in Section II.B.3, Figure 2d ) into a 3D graph with image 260 intensity information from the original CT, smoothness and topology constraints encoded in their edges. Two 3D surfaces (corresponding to the lumen wall and outer wall) that cut the graph edges with minimal cost are then computed simultaneously.
Flow-lines, paths that depart perpendicular from the initial segmentation but do not intersect each other, are computed and used to initialise the topology of the graph. We used the first derivative of the image along the flowlines as the edge data term to obtain the lumen surface
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(the method estimates a surface at the point of maximum gradient between the lumen and the wall), and the negative of the first derivative for the outer airway wall surface. Once the graph is created, an optimal surface is obtained using a min-cut max-flow algorithm 38 (see Figure   275 2e). We refer the reader to Petersen et al. 16 for a detailed explanation of the method, and its implementation.
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The graph-cut approach was adapted to obtain vessel boundaries based on the the initial binary segmentation obtained in Section II.B.2. The negative of the first 280 derivative was chosen as the data term in order to find the point with maximum gradient between the bright vessel and the darker parenchyma.
The graph-cut produced 3D mesh surfaces that were converted back to isotropic 3D voxelised volumes. Sub-285 sequently airway and vessel centrelines and airway generations (being 0 at the trachea and increased by one at each bifurcation) were extracted with a front propagation method. 24 The front propagation for airways started at the trachea (generation 0). Because the vessel segmen-290 tation contained disconnected regions, the starting point for the front propagation for each region was set as the closest point to the centre of mass of the vessel segmentation, which roughly corresponded to the heart. The radii of airway lumen, outer airway wall, and artery were 295 computed for each centreline point (every 0.5 mm) by averaging the distance from each vertex of the corresponding segmented mesh to the closest centreline point. To reduce the effect of spurious measurements, radii values were smoothed along the centrelines using a Gaussian 300 function of σ = 1 mm. The local orientation was computed for each centreline point corresponding to the orientation of a centreline section of 5 mm centred on the point being evaluated. Airways and vessels under 5 mm were discarded.
In order to cope with differences in gender, age, weight, and height, all centrelines and associated diameter measurements were isotropically rescaled according to the predicted FVC (forced vital capacity) based on the patients gender, height and age. 40 Consequently, all re-310 ported measurements correspond to a lung with a predicted FVC of 2.859 litres, the average predicted FVC of the used dataset, roughly equivalent to a 10 year old male subject 128 cm tall.
II.B.5. Airway-artery pairing
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Once the airway and artery branches were segmented and quantified, the method detected airway-artery pairs based on similarity in orientation, proximity and size. Equation (1) was used to estimate airway-artery pairing scores s(b p , a q ) at each centreline point b p of each 320 airway branch b with the closest artery centreline point a q of each artery branch a. The range of the score was
where an orientation score s o = [0, 1] was computed given
, between the local orientations of the airway point b p and the artery point a q , as:
A distance score s d (b p , a q ) was used to favour airwayartery pairs that were close together using Equation (3):
where the locally estimated radii of airway outer wall, r o (b p ), and artery, r(a q ), were subtracted from the distance between the candidate pair points in order to estimate the distance between borders. The constant m is 335 the maximum distance allowed between borders in millimetres. s d was clipped between 0 and 1. Finally, size similarity was also taken into consideration using Equation (4):
where airway-artery pairs with similar diameter were favoured. The scalar c limits the influence of the size similarity. A larger c allows to match airways and arteries despite having very different diameters due to disease. The most reliable location to find the accompanying 345 artery of an airway branch is away from its branchings. Thus, for each airway branch b with P centreline points, the P/2-th point was the first to be attempted to pair. If a (b p , a q ) pair with p = P/2 and s(b p , a q ) ≥ s t was found, it was stored as the accompanying artery, precluding the 350 evaluation of other pairing points for the airway branch. If s(b p , a q ) < s t for all candidate a q , P/2 − 1 and P/2 + 1 were then evaluated. All possible b p points were evaluated in this middle-to-the-border fashion until a pair was found or no more points were left to explore in the airway 355 branch.
II.B.6. Quantification of airway structural properties
Using the diameter (twice the computed radius) for airway lumen (d l ), outer airway (d o ) and the accompanying artery (d a ) at the airway-artery pairing points, the fol-360 lowing structural airway properties related to wall thickening and bronchiectasis were computed for each airwayartery pair: Wall Thickness (WT): The difference between outer airway diameter and airway lumen, divided by 2.
Wall Thickness Ratio (WTR): Wall thickness divided by the outer diameter.
Wall Area Percentage (WAP): The percentage of the 370 total airway area that is airway wall.
Wall-Artery Ratio (WAR): The difference between outer airway diameter and airway lumen, divided by the diameter of its accompanying artery.
Airway-Artery Ratio (AAR): The ratio between airway diameter and artery diameter, computed separately for airway lumen and outer airway as:
II.C. Implementation details and parameters setting
This section details the most relevant implementation choices and setting of parameters for the presented methodology. For the remainder of the paper, we will consider that an automatically extracted airway (or ves-385 sel) branch corresponds to a manual measurement if the distance between the airway (or vessel) centreline and the centre of the manual annotation is smaller than the manually annotated radius.
II.C.1. Initial airway lumen extraction (II.B.3)
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Approximate lumen centreline segmentations were available for the full dataset. However, these were only accurate in orientation and not in position, as they were intended to be used only to create the cross-sectional images for the manual annotations (Figure 2a) . To use 395 such data to train the classifier, the surface graph-cut approach described in Section II.B.4 was used to obtain more accurate segmentations of the airway lumen (M l ) and airway wall (M w ), as seen in Figure 2b . Airway centrelines were automatically obtained using a front prop-400 agation method 22 on M l . All voxels traversed by this centreline path formed the centreline mask (M c ).
All voxels from M c were used for the lumen-centreline class. For the non-lumen-centreline class, voxels located in the airway wall and immediately outside the airway 405 were considered. The airway wall (M w ) was dilated outward by 5 mm and a random selection of voxels were used as the non-lumen-centreline samples, thus using equal number of positive and negative samples.
A leave-4-out cross-validation approach was imple-410 mented to avoid using the same data for training and testing: Sets of 4 scans (2 scans from diseased patients, 2 from controls) were separated from the other 20. A KNN classifier, with 21 nearest neighbours (Section II.B.3) was then trained using these 20 scans and evaluated on the 415 other 4 not previously seen by the algorithm. The process was repeated 6 times to evaluate the 24 scans. Different values of parameters t u , t l , and t s were tested for lumen centreline extraction. Resulting segmentations (S) were evaluated for airway centreline completeness c 420 and volume leakage (l). Completeness was computed as the percentage of manually extracted centreline voxels M c found inside the segmented lumen region S, and volume leakage as the percentage of voxels from S found outside the corrected manual segmentations of lumen (M l ) and airway wall (M w ). The trachea and the two main bronchi were excluded from this evaluation. In general, with lower threshold values the resulting segmentations were more complete but contained a larger portion of false positives. We opted for the set of parameters that 430 provide the most complete tree while keeping l under 2.5%. These parameters were t u = 18/21, t l = 16/21, and t s = 0.5, resulting in c = 60.5% and l = 2.4%. 
II.C.2. Boundary detection (II.B.4)
Flow-line length were restricted to 1 mm inwards and 435 10 mm outwards, with 0.3 mm spacing between nodes for airways, and 1 mm inward and 5 outward, with 0.4 mm spacing between nodes (due to memory restrictions) for arteries. We refer the reader to Petersen et al. 16 for a full explanation of the parameters.
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Different smoothness penalty and smoothness constraint values (denoted as p m and δ) 16 were tested independently for lumen, outer airway and artery segmentations. Spearman correlation coefficient was used to assess agreement between the manual diameter measurements 445 and the the diameters derived from the graph-cut segmentation with the different parameters. To assess the quality of the airway-artery pairs we measured the Spearman correlation coefficients (SCC) between manually obtained and automatically obtained diameters at the automatically obtained pairing points b p 460 and a q . While there is little variation on SCC for different s t values (Figure 6 ), s t = 0.7 produced the best results in terms of SCC, and thus it was the value selected for the remainder of the paper.
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III. RESULTS
III.A. Agreement with manual annotations
To validate diameter measurements and airway-artery ratios (WAR and AAR), the non-parametric bias (median difference) and 95% limits of agreement (2.5 th to 470 97.5 th percentiles) between observers and between the automatic method and each observer was computed on the 15 subjects that had annotations from both observers. Because annotations from each observer were obtained at different locations, only automatically ex-tracted branches that were associated with one manual annotation for each observer were used, thus guaranteeing that both manual annotations corresponded to the same branch. 1330 automatically extracted airway branches and 1444 artery branches fulfilled that criteria.
From the 1330 automatically extracted airway branches with ground truth from both observers, the proposed method paired 1039 (78.9%) with an artery and failed to pair 291 (21.9%). Table I shows a small bias on diameter measurements 485 between observers (-0.04 to 0.17 mm), and relatively large limits of agreement ranging between 0.68 and 1.04 mm. For automatic diameters compared with both observers, we observed an increased bias of up to 1.04 mm but similar limits of agreement (0.52 to 0.91 mm). The 490 automatic method systematically measures smaller diameters than human observers. This might be explained by the observers delineating the artery and airway boundaries at the point where the wall is no longer visible (immediately outside the wall), while the surface graph-495 cut approach aimed to find the highest intensity gradient and thus measuring smaller diameters (see Figure 1) . However, the limits of agreement between automatic and manual are comparable to between observers, indicating that the quality of the automatic measurements is similar 500 to manual measurements. Table II shows that AAR and WAR limits of agreement were larger between the automatic and the manually obtained ratios than between observers. This is mainly a consequence of the systematic bias between manually and 505 automatically obtained artery diameters: Because d a is used as a denominator to calculate AAR and WAR, the uniform bias in d a (as observed in Table I ) leads to larger non-uniform bias and limits of agreement in AAR and WAR.
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Finally, manually labelled airway generations, only available from observer 1, were compared to automatically obtained generations for the 2380 airway-artery pairs that were matched with a manual annotation. 47.69% of airways had the same generation assigned 515 manually and automatically, 10.42% had been automatically labelled with a later generation than manually, and 41.89% with a smaller one.
III.B. Differentiation between diseased and control groups
The proposed methodology detected and quantified 520 3380 airway branches longer than 5 mm. From these, 2298 (68.0% of all segmented airway branches) were automatically paired with an artery, and their WAR, WAP, WT, AAR l , and AAR o were computed.
Statistical significance of differences in mean WAR,
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WAP, WT, AAR l , and AAR o per subject between diseased and controls were analysed using a student t-test, as subjects of each group were selected to be of similar conditions, thus Gaussianity on the means distribution was assumed. Table III shows all measurements related to wall thickening sorted by p-value with mean values and standard deviation. Also included are values for the manual measurements and the CFCT-score for wall thickening. Only CFCT-score and mean WAR (both manual and auto-535 matic) captured statistically significant differences (p < 0.005) between the diseased and control populations. Measurements (automatic and manual) that are not normalised using the accompanying artery diameter (WT, WAP and WTR) did not show statistically significant 540 differences between diseased and controls.
Similarly, Table IV lists bronchiectasis measurements per patient sorted by p-value. AAR o (manual and automatic) and visual scores for bronchiectasis were the only measurements significantly different (p < 0.05) between 545 diseased and controls.
Notice that the manual and automatic measurements lead to the same results: Only WAR and AAR o , which rely on the airway-artery pairing step, captured significant differences between groups, while all measurements 550 that do not rely in airway-artery pairing (WAP, WTR, In subjects with bronchiectasis, some of the most peripheral airways that would be too small to be detected in
555
CTs of controls, have become big enough to be observed and analysed. This leads to a selection bias where the number and distribution of airways might differ between diseased and controls, affecting the average measurements per patient. When airways were analysed per gen-560 eration, the diseased population had more airways than controls (p < 0.05) for all generations ≥ 6, but not for earlier generations. When only measurements of central airways (generation ≤ 5) were averaged, no statistically significant differences were found between groups using 
III.C. Robustness of the method to sub-optimal segmentations
To test the ability of the studied measurements to capture differences between groups when derived from poor 580 segmentations that include numerous false positives and negatives, sub-optimal airway segmentations were generated by using 9 different thresholds (t u = t l = [ 
), no vessel information was used (t u = t l ) for simplicity. The entire pipeline was then reran on the different initial segmentations. Figure 7 shows that differences between groups in WAR and AAR o remain significant up to when ∼30% 590 of the initial airway segmentation were false positives. 
IV. DISCUSSION
In this paper we have presented a fully automated pipeline that segments, measures, and pairs airway and artery branches in order to obtain measurements of 595 bronchiectasis and wall thickening that are normalised using the artery size.
The limits of agreement between automatically and manually measured diameters were similar to these between manual observations (Table I) . Only measure-600 ments normalised by artery size (AAR o and WAR) were significantly different between diseased and controls, while measurements that are based on the airway properties alone (WT, WAP, WTR, d l , d o ), plus AAR l , did not show significant differences between groups. Dif-605 ferences in wall thickening and bronchiectasis between groups were similar when using manual measurements than the automatic ones (Tables III and IV) .
The fact that AAR l , a commonly used biomarker to asses airway bronchiectasis, 41 did not show significant 610 differences between diseased and controls is in line with recent publications, 17 where no significant differences in lumen area were observed between controls and CF patients with visible bronchiectasis signs, while differences in outer airway area were significant up to the 9th gen-615 eration in adults and in generations 4 and 5 in children. This suggests that AAR o is better suited than AAR l to quantify airway bronchiectasis.
The proposed method is an alternative to airway analysis per generation (or group of generations), as it com-620 putes average measurements over all airways. Airway generation labelling is a step likely to introduce errors. Methods for generation and branch labelling have been reported to achieve around 90% accuracy on healthy subjects 25 and as high as 80% on diseased subjects,
when the algorithm is fed with a complete and accurate airway segmentation obtained manually. The use of less accurate segmentations or less efficient methods might reduce that accuracy even further. In this paper, where the segmentations contained numerous false positives and negatives, and the generation labelling was obtained via a simple method based on bifurcation detection, less than half the airway branches were assigned the same generation automatically than manually. The airway segmentations obtained automatically with the proposed methodology missed 40% of the airway tree length compared to manually obtained segmentations. This compares well to other state-of-the-art automatic airway segmentation methods (Table IV in where none of the 15 methods evaluated extracted more 640 than 60% of the tree length while keeping false positives under 2.5%). An unexpected result from this work is that the use of vessel information did not improve airway segmentation results (Figure 4 ). This might be because the vessel 645 information helps to overcome low posterior probability regions away from bifurcation points (where the vessel orientation is reliable) while the classifier used in this paper generally outputs high posterior probabilities in such regions. Most of the missed airway branches oc-650 cur as a consequence of missing the bifurcation points, where the computed vessel orientation is not reliable and thus the use of vessel orientation information offers no improvement.
Airway-artery pairing remains a challenging problem.
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The proposed methodology failed to pair correctly segmented airways that were annotated by a manual observer in 21.9% of the cases. This compares well with the only paper known to the authors where automatic airway-artery pairing is validated. 32 In that study, two 660 different observers paired the same airway to different arteries in 34.4% of the cases, and their automated method was reported to obtain a wrong airway-artery pair in 24.7% of the branches.
V. CONCLUSIONS
665
This paper presents a fully-automatic method to quantify wall thickening and bronchiectasis in individual airway branches using the artery size as a normalising factor. The automatically obtained values separate diseased from bronchiectasis-free controls as well as manual anno-670 tations or visual scoring systems. Both, manually and automatically obtained measurements lead to the same clinical conclusions: only measurements that are normalised by artery size separate disease from controls, highlighting the importance of the airway-artery pairing step.
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The reported results and the the robustness of the method to poor and incomplete segmentations suggest that the proposed methodology could substitute timeconsuming manual annotations and visual scoring systems to quantify airway wall thickening and bronchiec-680 tasis, allowing to obtain objective measurements on lung CTs that could not be measured manually due to time and financial limitations.
